
UK NEQAS FOR H&I SCHEME 1B - HLA-B27 TESTING
1B05/2019 1B06/2019

Total distributed 133 133

Total submitted 133 133

Not Tested 2 2

Equivocal 1 1

Negative 129 ‐

Positive 1 130

% Negative 99.2 ‐

% Positive 0.8 100

Consensus Negative Positive

Reference ‐ ‐

Expected Negative Positive

Unacceptable Positive ‐

Number acceptable 128 129

Number unacceptable 1 0

Assessed ☑ ☑ ☑
Comments

Lab 1B05/2019 1B06/2019 Received Tested Method 1B05/2019 1B06/2019 Comments 1B05/2019 1B06/2019

1 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

3 Negative Positive 11/09/2019 12/09/2019 Acceptable Acceptable

4 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

7 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

8 NT NT 0000‐00‐00 0000‐00‐00 1B 05/2019 ‐ Technical error

1B 06/2019 ‐ Technical error

Not assessed Not assessed

9 Negative Positive 12/09/2019 16/09/2019 Molecular Acceptable Acceptable

10 Negative Positive 11/09/2019 13/09/2019 Acceptable Acceptable

11 Negative Positive 09/09/2019 17/09/2019 Molecular Acceptable Acceptable

12 Negative Positive 12/09/2019 19/09/2019 Molecular Acceptable Acceptable

14 Negative Positive 12/09/2019 17/09/2019 Molecular Acceptable Acceptable

15 Negative Positive 11/09/2019 13/09/2019 Molecular Acceptable Acceptable

17 Negative Positive 12/09/2019 17/09/2019 Molecular Acceptable Acceptable

19 Negative Positive 12/09/2019 16/09/2019 Molecular Acceptable Acceptable

20 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

21 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

23 Negative Positive 11/09/2019 17/09/2019 Molecular Acceptable Acceptable

24 Negative Positive 11/09/2019 19/09/2019 Molecular Acceptable Acceptable

25 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

26 Negative Positive 11/09/2019 11/09/2019 Molecular Acceptable Acceptable

28 Negative Positive 11/09/2019 16/09/2019 Molecular B*27:03/05/13/17/55/56/58/60/64N/72/74/80/82/84/87/88/90/93/94N/96‐

99/104/110/111/117/118/121/123/124/128/132/133/135/140/141/143/144

Acceptable Acceptable

29 Negative Positive 11/09/2019 11/09/2019 Molecular Acceptable Acceptable

31 Negative Positive 13/09/2019 13/09/2019 Serological Acceptable Acceptable

32 Negative Positive 11/09/2019 12/09/2019 Serological Acceptable Acceptable

34 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

35 Negative Positive 11/09/2019 13/09/2019 Molecular Acceptable Acceptable

37 Negative Positive 11/09/2019 18/09/2019 Molecular Acceptable Acceptable

39 Negative Positive 12/09/2019 12/09/2019 Molecular Acceptable Acceptable

40 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

41 Negative Positive 0000‐00‐00 0000‐00‐00 Acceptable Acceptable

42 Negative Positive 11/09/2019 13/09/2019 Molecular B*27:03/05/05Q/13/17/39/48/51/55/56/58/59N/60/64N/73/74/80/82/84/87/9

0/93/94N/96/97/98/99/104/111/117/118/121/123/124/128/132/133/135/137

Acceptable Acceptable

45 Negative Positive 13/09/2019 16/09/2019 Molecular *27:05/47/90/116‐196 Acceptable Acceptable

46 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

47 Negative Positive 12/09/2019 13/09/2019 Acceptable Acceptable

48 Negative Positive 12/09/2019 13/09/2019 Molecular Acceptable Acceptable

54 Negative Positive 11/09/2019 13/09/2019 Molecular Acceptable Acceptable

55 Negative Positive 02/09/2019 19/09/2019 Molecular Acceptable Acceptable

57 Negative Positive 11/09/2019 13/09/2019 Serological Acceptable Acceptable

58 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

62 Negative Positive 13/09/2019 13/09/2019 Molecular B*27:05/162 Acceptable Acceptable

65 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

66 Negative Positive 11/09/2019 20/09/2019 Molecular All alleles except HLA‐B27027 Acceptable Acceptable

67 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

72 Negative Positive 16/09/2019 19/09/2019 Molecular Acceptable Acceptable

76 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

77 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

78 Negative Positive 12/09/2019 13/09/2019 Molecular Acceptable Acceptable

83 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

84 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

85 Negative Positive 12/09/2019 17/09/2019 Molecular Acceptable Acceptable

86 Negative Positive 11/09/2019 13/09/2019 Molecular Acceptable Acceptable

87 Negative Positive 11/09/2019 17/09/2019 Molecular Acceptable Acceptable

90 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

96 Negative Positive 11/09/2019 13/09/2019 Molecular Acceptable Acceptable

101 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

103 Negative Positive 11/09/2019 12/09/2019 Serological Acceptable Acceptable

104 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

106 Negative Positive 12/09/2019 19/09/2019 Acceptable Acceptable

107 Negative Positive 18/09/2019 23/09/2019 Molecular Acceptable Acceptable

108 Negative Positive 12/09/2019 18/09/2019 Molecular Acceptable Acceptable

109 Negative Positive 11/09/2019 12/09/2019 Molecular HLA‐B*27 Acceptable Acceptable

110 Negative Positive 11/09/2019 11/09/2019 Serological, Molecular Acceptable Acceptable

111 Negative Positive 12/09/2019 13/09/2019 Serological Acceptable Acceptable

112 Negative Positive 23/09/2019 24/09/2019 Molecular Acceptable Acceptable

113 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

115 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

126 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

127 Negative Positive 11/09/2019 17/09/2019 Molecular Acceptable Acceptable

128 Negative Positive 11/09/2019 17/09/2019 Serological, Molecular Acceptable Acceptable

129 Negative Positive 13/09/2019 18/09/2019 Molecular Acceptable Acceptable

130 Negative Positive 11/09/2019 12/09/2019 Serological, Molecular Acceptable Acceptable

133 Negative Positive 13/09/2019 16/09/2019 Serological, Molecular Acceptable Acceptable

137 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

142 Negative Positive 10/09/2019 11/09/2019 Molecular Acceptable Acceptable

150 Negative Positive 11/09/2019 17/09/2019 Molecular B*27;35 1B 05/2019 ‐ B*08;07 or 42. Acceptable Acceptable

153 Negative Positive 12/09/2019 16/09/2019 Serological Acceptable Acceptable

154 Negative Positive 13/09/2019 16/09/2019 Molecular Acceptable Acceptable

156 Negative Positive 10/09/2019 15/09/2019 Molecular Acceptable Acceptable

159 Negative Positive 12/09/2019 18/09/2019 Molecular Acceptable Acceptable

174 Negative Positive 07/10/2019 07/10/2019 Molecular Acceptable Acceptable

176 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

185 Negative Positive 11/09/2019 12/09/2019 Molecular *27:01‐27:05:08, 27:05:10‐27:05:15, 27:05:17‐27:05:22, 27:05:24‐27:05:32, 

27:08, 27:10, 27:12:01:01‐27:13, 27:15‐27:17, 27:25, 27:28, 27:36‐27:40, 27:42, 

27:44‐27:45, 27:47‐27:69, 27:71‐27:74, 27:79‐27:80, 27:82‐27:84, 27:86‐

27:90:04, 27:92‐27:100, 27:103

Acceptable Acceptable

194 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

198 Negative Positive 11/09/2019 12/09/2019 Serological Acceptable Acceptable

209 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

219 Negative Positive 18/09/2019 20/09/2019 Molecular Acceptable Acceptable

223 Negative Positive 11/09/2019 13/09/2019 Molecular Acceptable Acceptable

224 Negative Positive 11/09/2019 18/09/2019 Molecular Acceptable Acceptable

225 Negative Positive 19/09/2019 23/09/2019 Molecular Acceptable Acceptable

232 Negative Positive 12/09/2019 13/09/2019 Molecular Acceptable Acceptable

234 Negative Positive 23/09/2019 24/09/2019 Molecular Acceptable Acceptable

236 Positive Positive 13/09/2019 17/09/2019 Serological Unacceptable Acceptable

245 Negative Positive 11/09/2019 17/09/2019 Molecular Acceptable Acceptable

252 Negative Positive 19/09/2019 20/09/2019 Molecular Acceptable Acceptable

255 Negative Positive 11/09/2019 17/09/2019 Molecular Acceptable Acceptable

256 Negative Positive 11/09/2019 11/09/2019 Acceptable Acceptable

257 Negative Positive 11/09/2019 23/09/2019 Molecular Acceptable Acceptable

269 Negative Positive 15/09/2019 18/09/2019 Molecular Acceptable Acceptable

273 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

276 Negative Positive 11/09/2019 16/09/2019 Acceptable Acceptable

278 Negative Positive 19/09/2019 25/09/2019 Acceptable Acceptable

288 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

292 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

295 Negative Positive 11/09/2019 11/09/2019 Serological Acceptable Acceptable

304 Negative Positive 11/09/2019 17/09/2019 Molecular Acceptable Acceptable

305 Negative Positive 12/09/2019 17/09/2019 Molecular Acceptable Acceptable

306 Negative Positive 11/09/2019 19/09/2019 Molecular Acceptable Acceptable

307 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

315 Negative Positive 12/09/2019 20/09/2019 Molecular B*27:05 Acceptable Acceptable

317 Negative Positive 19/09/2019 23/09/2019 Molecular Acceptable Acceptable

319 Negative Positive 11/09/2019 10/09/2019 Molecular Acceptable Acceptable

323 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

324 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

327 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

334 Negative Positive 0000‐00‐00 0000‐00‐00 Acceptable Acceptable

339 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

340 Negative Positive 11/09/2019 12/09/2019 Molecular Acceptable Acceptable

348 NT NT 0000‐00‐00 0000‐00‐00 Not assessed Not assessed

349 Negative Equivocal 11/09/2019 12/09/2019 Serological Acceptable Not assessed

353 Negative Positive 11/09/2019 13/09/2019 Molecular Acceptable Acceptable

357 Negative Positive 12/09/2019 12/09/2019 Molecular Acceptable Acceptable

359 Negative Positive 11/09/2019 16/09/2019 Molecular Acceptable Acceptable

362 Negative Positive 11/09/2019 24/09/2019 Molecular Acceptable Acceptable

365 Negative Positive 11/09/2019 12/09/2019 Serological Acceptable Acceptable

372 Negative Positive 12/09/2019 13/09/2019 Serological Acceptable Acceptable

373 Negative Positive 13/09/2019 16/09/2019 Molecular Acceptable Acceptable

378 Negative Positive 13/09/2019 13/09/2019 Serological Acceptable Acceptable

402 Negative Positive 11/09/2019 19/09/2019 Molecular Acceptable Acceptable

404 Equivocal Positive 11/09/2019 11/09/2019 Serological Not assessed Acceptable

407 Negative Positive 13/09/2019 17/09/2019 Serological Acceptable Acceptable

409 Negative Positive 12/09/2019 12/09/2019 Serological Acceptable Acceptable

1342 Negative Positive 13/09/2019 16/09/2019 Molecular Acceptable Acceptable

1351 Negative Positive 18/09/2019 23/09/2019 Molecular Acceptable Acceptable

High Resolution Typing HLA‐B*27 alleles Assessment
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